Jet 3 power chair wiring diagram

Jet 3 Power Chair Wiring Diagram â€” wiring diagram is a simplified all right pictorial
representation of an electrical circuit. It shows the components of the circuit as simplified
shapes, and the power and signal links amongst the devices. A wiring diagram usually gives
information just about the relative position and promise of devices and terminals on the
devices, to back up in building or servicing the device. A pictorial diagram would bill more detail
of the subconscious appearance, whereas a wiring diagram uses a more figurative notation to
emphasize interconnections exceeding beast appearance. A wiring diagram is often used to
troubleshoot problems and to make determined that all the links have been made and that
anything is present. Architectural wiring diagrams proceed the approximate locations and
interconnections of receptacles, lighting, and enduring electrical services in a building.
Interconnecting wire routes may be shown approximately, where particular receptacles or
fixtures must be upon a common circuit. Wiring diagrams use customary symbols for wiring
devices, usually every second from those used on schematic diagrams. The electrical symbols
not only exploit where something is to be installed, but as a consequence what type of device is
visceral installed. For example, a surface ceiling open is shown by one symbol, a recessed
ceiling vivacious has a stand-in symbol, and a surface fluorescent light has other symbol. Each
type of switch has a oscillate story and suitably accomplish the various outlets. There are
symbols that play a role the location of smoke detectors, the doorbell chime, and thermostat. A
set of wiring diagrams may be required by the electrical inspection authority to agree to
connection of the house to the public electrical supply system. Wiring diagrams will along with
swell panel schedules for circuit breaker panelboards, and riser diagrams for special services
such as flame alarm or closed circuit television or other special services. Necessary cookies are
absolutely essential for the website to function properly. This category only includes cookies
that ensures basic functionalities and security features of the website. These cookies do not
store any personal information. Any cookies that may not be particularly necessary for the
website to function and is used specifically to collect user personal data via analytics, ads,
other embedded contents are termed as non-necessary cookies. It is mandatory to procure user
consent prior to running these cookies on your website. This website uses cookies to improve
your experience. We'll assume you're ok with this, but you can opt-out if you wish. Accept
Reject Read More. Close Privacy Overview This website uses cookies to improve your
experience while you navigate through the website. Out of these, the cookies that are
categorized as necessary are stored on your browser as they are essential for the working of
basic functionalities of the website. We also use third-party cookies that help us analyze and
understand how you use this website. These cookies will be stored in your browser only with
your consent. You also have the option to opt-out of these cookies. But opting out of some of
these cookies may affect your browsing experience. Necessary Necessary. Non-necessary
Non-necessary. Quick Links. See also: Owner's Manual. Any electromechanical device requires
occasional troubleshooting. However, most problems that arise can usually. Many of these
problems occur because the batteries are not fully. Below are a series of basic. This information
is to be used as a supplement to the. If you have any questions about this information,. Make
sure the batteries are wired properlyâ€”refer to the battery wiring diagram located on the power
base. Make sure the connections on the battery terminals are tight and secure. Make sure the
battery quick-disconnect harness connections are fully joined. Make sure the main circuit
breaker has not trippedâ€”push in the main circuit breaker reset button. Make sure the
controller is completely connected to the power base. What if the range per charge of my Jet 3
Ultra diminishes over time? Determine if the batteries have ever been replaced. Batteries over a
year old may be defective. Determine how frequently you charge the batteries in comparison to
how often you use the power chair. If you use your power chair on a daily basis, you should
charge the batteries every day for hours. Determine when the batteries were last charged. Even
if the power chair has not been in use, the batteries. Determine how long you let the batteries
charge. It takes hours to fully charge a depleted set of. Observe the ammeter during battery
charging to determine if the batteries are receiving a charge. If the. Check the charger fuse and
ensure the electrical outlet is. Determine if a wall switch controls the electrical outlet used for
battery charging. If a wall switch does. Is an extension cord being used to connect the battery
charger to the electrical outlet? Pride prohibits the. The charger should be plugged directly into
a properly-. Determine how far you let the battery condition meter LEDs go down before
charging the batteries. What if my Jet 3 Ultra is operating slower than it has in the past? When
the battery charge gets low, the batteries supply less. Determine the temperature of the power
chair at the time the problem occurred. The Jet 3 Ultra electrical. When this happens, the power
chair will gradually slow to a stop. Allow the power. Pride mobility power chair owner's manual
jet10ultra 44 pages. Pride mobility power chair owner's manual jet2hd 39 pages. Pride mobility
power chairs owner's manual jet2 43 pages. Pride mobility power chair owner's manual jet 10 43

pages. Page 2: Gc Diagnostic Fault Codes! Determine if the controller is flashing a fault code.
Each controller will flash a code via the battery condition meter LEDs if a system fault is
detected. This indicates that battery voltage is very low and the batteiries should be charged
immediately. What if the battery condition meter LEDs light up left-to-right one at a time in a
step sequence? This indicates that the GC is in lock mode. Determine if the battery charger is
connected to the power base. When the battery charger is connected to the power base, a
charger inhibit feature keeps the power chair from driving. Print page 1 Print document 4 pages.
Cancel Delete. Sign In OR. Don't have an account? Sign up! Restore password. Upload from
disk. Upload from URL. Quick Links. Table of Contents. Pride mobility jet 3 ultra troubleshooting
instruction 4 pages. Pride mobility power chair owner's manual jet10ultra 44 pages. Pride
mobility power chair owner's manual jet2hd 39 pages. Pride mobility power chairs owner's
manual jet2 43 pages. Pride mobility power chair owner's manual jet 10 43 pages. The power
chair you have purchased combines state- of-the-art components with safety, comfort, and
styling in mind. We are confident that these design features will provide you with the
conveniences you expect during your daily activities. Once you understand how to safely
operate and care for your power chair, it should give you years of trouble-free operation and
service. Avoid exposure to rain, snow, ice, salt, or standing water whenever possible. Maintain
and store in a clean and dry condition. Jet 3 Ultra I I. Locked and in drive mode. Place unit on
level ground and stand to one side when changing from drive mode to freewheel mode or
freewheel mode to drive mode. Unlocked and in freewheel mode. Page 7 Do not use batteries
with different amp-hour Ah capacities. Do not mix old and new batteries. Always replace both
batteries at the same time. Wear safety goggles. Page 8 I I. Contains Lead. Disposal and
Recycling â€” Contact your authorized Pride Provider for information on proper disposal and
recycling of your Pride product and its packaging. Page 9: General Guidelines Check the
brakes. See VII. See VI. When on any sort of an incline or decline, never place the power chair in
freewheel mode while seated on it or standing next to it. Page 11 Disc Park Brake â€” activates
mechanically after regenerative braking slows the vehicle to near stop, or when power is
removed from the system for any reason. Be sure your power chair is traveling perpendicular to
any curb you may be required to navigate. Page Stairs And Escalators Use care that
pocketbooks, packages, or power chair accessories do not become caught in elevator doors.
Always protect the batteries from freezing and never charge a frozen battery. Charging a frozen
battery may result in damage to the battery. Page 15 Reduce the distance between your power
chair and the object you are transferring onto. Ideal Transfer Position Page 16 Every
electrically-powered mobility vehicle has an immunity or resistance to EMI. The higher the
immunity level, the greater the protection against EMI. Page 17 Call Pride at to report the
incident. See figures 5 and 6. Typically, the seat assembly includes the armrests, seatback, and
seat base. Page Iii. Page Electrical Components The label color on the motor connector
corresponds with the label color on the power pod. Battery Connector: This is where the
controller connects to the batteries. Page 21 If a lever is difficult to move in either direction,
slightly rock the power chair back and forth. The lever should then move to the desired position.
Do not use the freewheel lever handles as tie-down points to secure this product. Figure 8.
Freewheel Mode Drive Disengaged Universal Mounting System I V. Page 23 Secure the
controller harness to the armrest receiver with wire ties. See figure Jet 3 Ultra I V. Seat Latch
Safety - Latched controller Figure Page Comfort Adjustments Your authorized Pride Provider
has evaluated your power chair and made any necessary adjustments to suit your specific
requirements. Do not change your seating configuration without first contacting Pride Mobility
Products or your authorized Pride Provider. Page Seat Position To adjust the recline angle: 1.
Pull up on the seatback release lever. Lean forward or backward to the desired position.
Release the lever. Jet 3 Ultra Figure Seat Mounting Holes Figure Manual Recline Seatback
Adjustment Page Armrest Width Adjustment 4. Tighten the jam nut to lock the adjusting screw
into place. Seatback Angle Adjustment Page Controller Position Use wire ties to secure the
controller harness to the armrest. Plug the controller connectors into the power pod. See figure
7. Reinstall the rear shroud and tighten the fasteners. Underside of Armrest Page 28 2. Move the
foot platform in or out to the desired depth. Reinstall the fasteners into the foot platform bracket
and tighten. Figure Foot Platform Adjustment Page 29 1. Remove the adjustment screw s from
the footrest extension. Slide the footrest up or down to the desired length. Reinstall the
adjustment screw s. Quick Release Fastener Operation Elevating Leg Rests Page 31 1. Reinstall
bolt B. Tighten bolt A. Raise or lower the other anti-tip wheel so that it is at the same height.
Anti-tip Wheel Assembly Page Batteries And Charging Refer to the manual supplied with the
battery charger for more information. Page Vi. Batteries And Charging We do not recommend
using other types of chargers e. If this happens, call your authorized Pride Provider for
assistance. Battery Charging It will be well worth it to take the time to break in your battery

properly. Page 35 What about shipping? If you wish to use a freight company to ship your
power chair to your final destination, repack your power chair in the original shipping container
and ship the batteries in separate boxes. Jet 3 Ultra Like any motorized vehicle, it requires
routine maintenance checks. You can perform some of these checks, but others require
assistance from your authorized Pride Provider. Page Vii. Care And Maintenance 3. Slowly push
the joystick forward until you hear the electromagnetic brakes click. Immediately release the
joystick. You must be able to hear each electromagnetic brake operating within a few seconds
of joystick movement. Repeat this test three times, pushing the joystick backwards, then left,
and then right. Never use any chemicals to clean a vinyl seat, as they may cause the seat to
become slippery or dry out and crack. Use soapy water and dry the seat thoroughly. Make sure
both the nut and washer are reinstalled and tightened properly. Remove the power chair from
the blocks. Page Battery Replacement Use proper lifting techniques and avoid lifting beyond
your capacity. Reinstall the foot platform. Reconnect the battery connector. Charge the
batteries. Page Corrective Maintenance Disconnect both batteries before load testing and follow
the directions that come with the load tester. If either one of the batteries fails the load test,
replace both of them. If your power chair still does not power up, contact your authorized Pride
Provider. Page Viii. Please fill out and return the product registration card to Pride. This will aid
Pride in providing the best possible technical and customer service. All specifications subject
to change without notice. Page 46 WIDTH Jet 3 Ultra Dimensions and Ground Clearance Date
Inspected This manual is also suitable for: Jet 3 ultra. Print page 1 Print document 48 pages.
Cancel Delete. Sign In OR. Don't have an account? Sign up! Restore password. Upload from
disk. Upload from URL. Customer Service. Contact Us. Shipping Policy. Warranty Policy. Easy
Returns. Welcome, Guest! Log-In or Register below. Log In. Mobility Scooter and Power Chair
Parts. Mini Bike. Lift Chair. Hospital Bed. Mobility Aid. Sign In. Register Account. Recreational
Scooter Parts. Street Scooter Parts. Wheelchair Parts. Lift Chair Parts. Kick Scooter Parts. Tools
Tubes Wheels. Mobility Aid Parts. Walker Parts. A Brands. Diggler Drive Medical Dynacraft.
Falcon Fatboy Fit Right Foldawheel. Freedom Freerider Fuzion. Genuine Go-Go Golden. Jazzy
Jet Jetson Jonway. Lambretta LaScoota Lashout. Ninebot by Segway. Quantum Quickie. Uber
Scoot UltraLite. Venom Vento Vespa Vintage Mobility. Vintage Vespa Viro Rides Vokul.
Wheelcare Windermere Motion. Xiaomi Xootr. Yamaha Yerf-Dog Yvolution. Jet Models - View All.
Free shipping will automatically be applied at checkout once the qualifying product threshold
has been reached. Credit only applies to shipping. Any unused portion of the shipping credit
does not apply to a reduction in item price. US domestic ship to addresses only. Does not
include expedited shipping services. Does not include special order items. All Mobility Brands.
Jet Parts. Featured Accessories. Displaying of 72 Items. More Options Available. Lower Seat
Post Assembly for the Jet 3. Monster Scooter Parts has the right batteries, chargers, joysticks,
and much more to keep your Jet 3 power chair running. If you don't see the parts that you need
for your Jet 3 power chair, then don't hesitate to call or email us. At Monster Scooter Parts, we
want to be your source for replacement Jet parts and accessories. E-mail Sign-Up Submit.
Quick Links Call Us. Track An Order. Return An Order. My Account. Mobility Scooter Parts. Mini
Bike Parts. Snowmobile Parts. XML Sitemap. Accepted Payment Methods. Customer Service.
Contact Us. Shipping Policy. Warranty Policy. Easy Returns. Welcome, Guest! Log-In or
Register below. Log In. Mobility Scooter and Power Chair Parts. Mini Bike. Lift Chair. Hospital
Bed. Mobility Aid. Sign In. Register Account. Recreational Scooter Parts. Street Scooter Parts.
Wheelchair Parts. Lift Chair Parts. Kick Scooter Parts. Tools Tubes Wheels. Mobility Aid Parts.
Walker Parts. A Brands. Diggler Drive Medical Dynacraft. Falcon Fatboy Fit Right Foldawheel.
Freedom Freerider Fuzion. Genuine Go-Go Golden. Jazzy Jet Jetson Jonway. Lambretta
LaScoota Lashout. Ninebot by Segway. Quantum Quickie. Uber Scoot UltraLite. Venom Vento
Vespa Vintage Mobility. Vintage Vespa Viro Rides Vokul. Wheelcare Windermere Motion. Xiaomi
Xootr. Yamaha Yerf-Dog Yvolution. Jet Models - View All. Free shipping will automatically be
applied at checkout once the qualifying product threshold has been reached. Credit only applies
to shipping. Any unused portion of the shipping credit does not apply to a reduction in item
price. US domestic ship to addresses only. Does not include exp
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edited shipping services. Does not include special order items. All Mobility Brands. Jet Parts.
Featured Accessories. Displaying of 77 Items. More Options Available. You can't go wrong
keeping your Jet 3 Ultra maintained with top-quality replacement power chair parts and
accessories from Monster Scooter Parts. Whether you need a new Jet battery pack, a charger, a
joystick, a new set of armrests, footrests, leg rests, and much more, Monster Scooter Parts is

your very best source for Jazzy parts and accessories. Keeping your Jet 3 Ultra power chair
running its best year after year isn't hard with Monster Scooter Parts as your source for
replacement parts and accessories. Just look through our parts list below. If you don't see just
what you need, don't hesitate to call or email us with your requirements. E-mail Sign-Up Submit.
Quick Links Call Us. Track An Order. Return An Order. My Account. Mobility Scooter Parts. Mini
Bike Parts. Snowmobile Parts. XML Sitemap. Accepted Payment Methods.

